When Ventricular Safety Standby Does Not Work.
Dual chamber pacemakers have inbuilt advanced safety systems such as ventricular safety standby (crosstalk detection) to prevent ventricular oversensing resulting in inappropriate pacing inhibition. We describe a case where this safety mechanism does not reliably work and the management required to rectify the situation in an educational format.